resolution spatial sampling and are capable of probing the fine structure of cerebral cortex EEG. Furthermore, in using wide-bandwidth recording techniques (from DC to 1000 Hz) combined with high-resolution subdural grids and strips, we are able to probe the physiological range of the human iEEG.
The hybrid subdural grid and strip electrodes are composed of standard macroelectrode configurations with highresolution microwire arrays interposed between macroelectrodes. These microwires are trimmed so that they are essentially flush with the silastic substrate of the grid and strip, and therefore do not violate the pial plane ( Figs. 1 and  2 ). In this study, we present Phase I data on safety issues related to complications associated with hybrid depth, subdural grid and strip electrodes containing both clinical macroelectrodes and high-resolution microwire arrays. The hybrid subdural and depth electrodes are currently used under an investigational device exemption.
Methods

Patient Population and Data Collection
All patients were older than 21 years of age and gave informed consent for this Mayo Clinic Institutional Review Board-approved study. The purpose of this prospective study was to gather data to establish the safety and efficacy of hybrid electrode arrays. Twenty-four consecutive patients underwent extraoperative, long-term, video iEEG monitoring at the Mayo Clinic with hybrid electrodes.
The safety of the device and complications of its use were retrospectively reviewed by one of the authors (J.J.V.G.). Data pertaining to demographics, complications, and implantation were analyzed. Twenty-three patients were referred for invasive monitoring because of medically resistant, partial epilepsy. An additional patient was referred for implantation prior to motor cortex stimulation for intractable facial pain. Before admission for invasive monitoring, all patients with epilepsy had undergone noninvasive techniques to localize the epileptogenic region; these techniques included outpatient EEG, inpatient prolonged video EEG monitoring, structural MR neuroimaging, SISCOM functional neuroimaging, and neuropsychological testing. Magnetic resonance imaging was performed in all patients with 1.5-T or, later in the study, 3-T magnets according to the epilepsy protocol techniques described by Jack et al. 8 These imaging studies and the patients' clinical histories and scalp EEG recordings of habitual seizures were presented at our multidisciplinary epilepsy surgical conference, with neurologists, neuroradiologists, and neurosurgeons present to discuss surgical options and approach. Invasive monitoring was indicated to determine the seizure onset zone, which was not welllocalized on other noninvasive tests. The patient who underwent electrode implantation for intractable facial pain was discussed at a multidisciplinary brain stimulation conference after evaluation by a team including a neurologist, a neurosurgeon, a psychiatrist, and an oral surgeon specializing in atypical facial pain. Preoperative functional MR imaging defined the facial motor cortex as the target for subdural electrode implantation for direct brain stimulation to treat the intractable facial pain.
Surgical Technique
Electrode insertion was performed with the patient in a state of general anesthesia; craniotomy (including bur-hole craniotomy) and dural opening were performed in all cases. The placement of the grids, strips, or depth electrodes was guided by noninvasive testing, according to the recommendations of the attendants at the epilepsy surgery conference, or in the case of atypical facial pain, to encompass the facial motor cortex. All hybrid grids, strips, and depth electrodes were purchased from Adtech Medical Instrument Cooperation. Postoperatively, the patients were monitored in the intensive care unit. Postoperative spiral CT scanning was performed to confirm electrode locations and rule out oc- cult hemorrhage in all cases. Prophylactic antibiotic therapy, either cefazolin or vancomycin, was administered intravenously while the grids were in place, and continued for 3 doses after they had been removed. Head dressings were applied postoperatively and left in place throughout the monitoring period. Anticonvulsant medications were tapered as appropriate. After an appropriate period of evaluation, the patients returned to the operative theater for resection of the epileptic focus or explantation of the electrodes. The patient with atypical facial pain returned to the intensive care unit postoperatively and underwent intermittent cortical stimulation with patient-blinded assessments of pain. Because the pain was found to be reduced, the patient returned to surgery for pulse generator-driven subdural strip implantation.
Hybrid Electrodes and Data Acquisition
The subdural strip and grid electrodes (AdTech, Inc.) are composed of microwire arrays and standard clinical macroelectrodes. The microwire arrays contain 40-µm-diameter platinum-iridium wire spaced 0.5-1 mm apart. The subdural microwires contact the pial surface, but do not penetrate into the neocortex ( Figs. 1 and 2 ). The microscale local field potentials recorded from the microwires are probably generated by excitatory and inhibitory synaptic currents within the dense distal synaptic arborization and connections of cortical layers 1 and 2. Clinical macrocontacts are 4-mm-diameter platinum-iridium discs spaced 5-10 mm apart, center-to-center.
All data were acquired in parallel with a 128-channel clinical (XLTEK Inc.) and a 256-channel research system
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Safety and feasibility of hybrid electrode intracranial monitoring (Neuralynx Inc.). Custom cabling allows wide-bandwidth recordings from all electrodes with the Neuralynx system. Most commercial EEG acquisition systems currently in use cannot record from microwires because of the relatively low amplifier input impedance. Raw continuous widebandwidth iEEG, sampled at 32 kHz, and video segments of seizures are transmitted directly to a 70-terabyte online data storage warehouse. The 1-2 terabyte/day files are compressed offline (lossless compression) and archived using a custom file format with further file decimation for storage. As part of our standard clinical iEEG protocol, scalp EEG data (with the international 10-20 system) are simultaneously acquired and archived with the iEEG data in all patients. Surgical steel sutures (Ethicon Inc.) are placed in the vertex region of the scalp to serve as the ground and reference electrodes for the micro-and macroelectrode recordings. Clinical raw output data are shown in Fig. 3 .
Statistical Analysis
Commercially available software (JMP 6.0, SAS Institute Inc.) was used for statistical analysis. Data obtained in 198 consecutive craniotomies for subdural grid insertion were used for comparison with the 24 cases we report here. The 24 patients in the present study are different from these 198 patients. Table 1 displays the demographic and electrode-placement data in all 24 patients. On average, 56.7 Ϯ 27.4 macroelectrodes were placed (range . No grids were placed in 6 patients, 1 grid in 12 patients, and 2 grids in 6 patients. These iEEG paradigms resulted in seizure foci identification in 20 of the 23 patients referred for medically refractory partial epilepsy, and led to a subsequent resection in the same number. No patient refused surgery after electrode implantation. The 3 cases of nonresectable foci were caused by multifocal seizures and not electrode implantation over eloquent brain tissue. Only 1 patient required further implantation of strip electrodes, and there were no grid adjustments. Previous focal or lobar resections had been performed in 6 of 23 patients. During iEEG monitoring, continuous vital signs monitoring revealed 2 patients with a temperature Ͼ 38.4°C. Postoperative laboratory examinations revealed leukocytosis in 11 of 24 patients, and hyponatremia in 1. Eleven patients received perioperative steroids for brain relaxation. Magnetic resonance imaging revealed lesions in 10 patients, and the remaining epilepsy patients had focal lesions. The patient who had grid placement for motor cortex stimulation had a normal MRI.
Results
The hybrid electrode recordings demonstrated microscale local field potential activity that was not captured by standard macroelectrode iEEG recordings. Figure 3 shows a representative iEEG recording obtained in frontal lobe neocortex in a patient with intractable partial epilepsy. The recording shows clear, multifocal epileptiform discharges recorded from the microelectrode arrays that were not detected by the adjacent macroelectrode recordings.
Of the group of 23 patients with partial epilepsy, 1 patient, a 37-year-old woman with nocturnal secondarily generalized seizures, required an operation because of neurological deterioration. No lesion was found on MR images, video-EEG showed left frontotemporal onset, and left temporal hyperperfusion was demonstrated on SIS-COM imaging. The following electrodes were implanted in the patient: left frontal grid (6 ϫ 6), 2 left frontal strips (1 ϫ 8), 2 left temporal strips (1 ϫ 4), and 2 left temporal depths directed into the amygdala and anterior hippocampus (1 ϫ 4) . The implantation in this patient was uncomplicated, and the patient underwent follow-up for 5 days. During this period, she had 5 seizures which were localized to the left temporal lobe. Between the Day 4 and 5 after implantation, her condition deteriorated, and she had a reduced level of consciousness and aphasia. A head CT scan obtained at that time was compared with the scan from postoperative Day 1, and showed a midline shift of 5 mm with evidence of generalized cerebral edema, and a 5-mmthick fluid collection under the frontal grid. On postimplantation Day 5, the grids were explanted due to her condition and because it was felt that her iEEG results were diagnostic of a mesial and neocortical temporal onset seizures. The fluid collection was confirmed to be subdural blood, but did not appear to have sufficient mass to explain her symptoms. Within 24 hours of electrode explantation, her neurological examination improved to baseline. The patient returned 3 months later for a left anterior temporal lobectomy with amydalohippocampectomy, and at the 18-month follow-up examination was seizure-free.
There were no infections in any patient after a minimum follow-up period of 3 months. The average follow-up period was 15 months (range 3-34 months). A small subdural hematoma developed in 1 patient, as discussed above. The overall complication rate in all patients with any type of hybrid electrode (hybrid grids, strips, or depths) was 4.2% (1 patient). Of the 18 patients who received hybrid grid electrodes, there was 1 complication (as described above) resulting in a 5.6% complication rate in this group. There were no complications in patients who received depth or subdural strip implantation. There were no permanent neurological deficits or deaths related to the implantation of electrodes.
A grid was implanted in 1 patient for 3 days of motor cortex stimulation, and good results were achieved. The patient reported significant improvements in facial pain at 3 months postoperatively. Electrodes were placed in 23 patients for seizures, and 20 of these subsequently underwent resection; this amounts to a 87% focal identification rate with subsequent resection. Repeated or initial lobectomy was performed in 13 patients, 8 underwent lesionectomy, 2 had grid explantation and received a vagus nerve stimulator. The pathological findings were consistent with gliosis in 12 patients, cortical dysplasia in 4, mesial temporal sclerosis in 3, and low-grade glioma in 2.
Discussion
Over the last 20 years there has been a rejuvenation of interest in resection for the treatment of epilepsy. The results have been impressive, ranging from ~ 50% seizurefree outcomes in nonlesional cases to nearly 90% seizurefree outcomes in some lesional focal epilepsies (cavernomas and mesial temporal sclerosis). 18 This renewed interest has been guided primarily by our increased ability to localize the seizure onset zone with improved imaging techniques such as MR imaging, new functional imaging studies, and electrode implantation for invasive EEG. Although imaging modalities continue to improve with new coils and higher field strengths, intracranial EEG has remained relatively technologically stagnant with the continued use of relatively narrow bandwidth recordings (0.1-100 Hz) and large, widely spaced electrodes with limited spatial resolution. The use of hybrid electrodes described in the present study extends the spatial resolution of EEG, and may ultimately prove clinically useful for identifying epileptogenic areas of the brain. In fact, the use of hybrid depth electrodes containing microwires has already proven useful for identifying electrophysiology in human hippocampus, such as ripples (80-250 Hz) and fast ripples (250-1000 Hz). [1] [2] [3] [4] 10, 11 These results are promising, but the safety of hybrid electrode arrays has not been reported previously.
Our overall complication rate was 4.2% (1 complication); there were no permanent neurological deficits and no deaths. This finding is not statistically different from our
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Safety and feasibility of hybrid electrode intracranial monitoring 5 experience with standard intracranial electrode implantations. 13 In our previous experience with standard clinical subdural grid and strip electrodes, in 198 consecutive patients undergoing implantation of standard grid electrodes for epilepsy, there were 13 complications (6.6%) including 5 infections and 6 hematomas. 13 Three patients (1.5%) suffered permanent deficits related to implantation, and there were no deaths. In our patients implanted with simply depth or strip electrodes, there were no complications, a finding consistent with the low rates reported in the literature. 12, 17 Among our 18 patients with hybrid grid electrodes there was 1 complication (5.6%), a lower complication rate than that reported in our larger series of standard grid implantations. Major complication rates reported in the literature on subdural grid implantations range from 4 to 13%. 5, 14 Hamer and colleagues 7 report on the largest series of iEEG with a pure grid population, report a slightly lower incidence of hematoma, 2.5%, but certainly a higher incidence of infection at 12.1% which may be due to different techniques. In their comparative series, Lee et al. 9 reported a 7.8% rate of delayed subdural hematoma, 3.9% rate of infection, 2% rate of epidural hematoma, and a 2% rate of delayed cerebral swelling. Therefore, in terms of reported literature, there appears to be no evidence of significantly increased rates of death or complications associated with the use of hybrid subdural strip and grid electrode technology.
Conclusions
In the present study, we have demonstrated the use of hybrid subdural strip and grid electrodes containing highdensity microwire arrays and standard clinical macroelectrodes. The hybrid electrodes provide high spatial resolution recording of the neocortex that is not possible with standard macroelectrodes. Subdural microwire recordings are very stabile during prolonged monitoring (2-10 days), and probe the fine scale spatial structure of human neocortical iEEG. Our preliminary results indicate that there is no significant increase in death or complications associated with the use of hybrid electrode implantation. Therefore, investigation and use of this device should continue so that its clinical applicability can be defined. More research is required to show whether hybrid electrode recordings will improve localization of epileptic brain foci and tracking of neocortical seizure generation.
